The objective of this study was to assess the value of an integrated circuit (IC) detector, potentially improving spatial resolution by means of reduced cross talk between detector channels, in coronary computed tomographic (CT) angiography regarding image quality and stenosis quantification compared with conventional detector technology.
OBJECTIVES
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MATERIALS AND METHODS
In the ex vivo part of the study, a coronary phantom including 63 defined stenoses and 7 plaque densities (degree of stenosis, 10%-90%; plaque densities, -100 to 1000 Hounsfield unit [HU] ) was loaded with contrast agent diluted to 300 HU and placed in an anthropomorphic chest phantom. The 
